
Agilent 34980A Status System 
 

 

 

C EN

Serial Poll
*STB?

*SRE
*SRE?

"OR"

Status Byte Register

Summary Bit (RQS)

NOTES:
C = Condition Register
EV = Event Register
EN = Enable Register
Ovld = Overload
Ovfl = Overflow
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